MICROCOPY RESOLUTION TEST CHART
NATIONAL BUREAU OF STANDARDS-1963-1
GAMMA ENERGY SPECTRA FOR THE RADC/ES COBALT 60 SOURCES

A. R. Frederickson

RADC-TR-79-68
In-House Report
April 1979

ROME AIR DEVELOPMENT CENTER
Air Force Systems Command
Griffiss Air Force Base, New York 13441

APPROVED FOR PUBLIC RELEASE; DISTRIBUTION UNLIMITED
This report has been reviewed by the RADC Information Office (OI) and is releasable to the National Technical Information Service (NTIS). At NTIS it will be releasable to the general public, including foreign nations.

RADC-TR-79-68 has been reviewed and is approved for publication.

APPROVED:
BOBBY L. BUCHANAN, Chief
Radiation Hardened Electronics Technology Branch
Solid State Sciences Division

APPROVED:
ROBERT M. BARRETT, Director
Solid State Sciences Division

FOR THE COMMANDER: JOHN P. HUSS
Acting Chief, Plans Office

If your address has changed or if you wish to be removed from the RADC mailing list, or if the addressee is no longer employed by your organization, please notify RADC (ESR) Hanscom AFB MA 01731. This will assist us in maintaining a current mailing list.

Do not return this copy. Retain or destroy.
**Unclassified**

**REPORT DOCUMENTATION PAGE**

<table>
<thead>
<tr>
<th>1. REPORT NUMBER</th>
<th>2. GOVT ACCESSION NO.</th>
<th>3. RECIPE/FIELD catalog number</th>
</tr>
</thead>
<tbody>
<tr>
<td>RADC-TR-79-68</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

**Interim In-House Report**

<table>
<thead>
<tr>
<th>4. PERFORMING ORG. REPORT NUMBER</th>
<th>5. AUTHORITY</th>
<th>6. CONTRACT OR GRANT NUMBER</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>A. R. Frederickson</td>
<td></td>
</tr>
</tbody>
</table>

**REPORTING ORGANIZATION NAME AND ADDRESS**

Deputy for Electronic Technology (RADC/ESR)
Hanscom AFB
Massachusetts 01731

**MONITORING AGENCY NAME AND ADDRESS**

Deputy for Electronic Technology (RADC/ESR)
Hanscom AFB
Massachusetts 01731

**MONITORING AGENCY NAME AND ADDRESS**

Deputy for Electronic Technology (RADC/ESR)
Hanscom AFB
Massachusetts 01731

**DISTRIBUTION STATEMENT**

Approved for public release; distribution unlimited.

**KEY WORDS**

- Gamma ray spectra
- Cobalt 60 source
- Gamma ray collimator
- Photon transport

**ABSTRACT**

A Monte Carlo photon transport code has been used to calculate the photon energy distributions produced by several in-use intense $^{60}$Co sources at RADC/ES (formerly at AFCRL). In addition, the energy-angle spectra has been determined for photons exiting collimators used with these sources. These spectra may be helpful in understanding the responses of devices and materials irradiated by the source photons.
## Contents

1. INTRODUCTION 5

2. RESULTS 7
   2.1 The AFCRL Source October 1967 to 19 June 1975 7
   2.2 The High Specific Activity Disc, 19 June 1975 to Present 10
   2.3 The Combined Source of Ten Rods and One Disc, Installed 19 June 1975 11
   2.4 The Combined Source of Twenty Rods and One Disc, Installed 25 June 1976 12
   2.5 The Twenty Rod Array Source, Installed 25 June 1976 12
   2.6 The 6.67 Centimeter Diameter Collimator 13
   2.7 Collimator Used by J. A. Wall and E. A. Burke for Measuring Dose Profiles 16

3. COMMENTS 19

REFERENCES 20

## Illustrations

1. The AFCRL Source (1967—1975) 7
3. Schematic Illustration of the Disc Source as Used in the Computer Calculation 10
4. The 6.67 Centimeter Diameter Collimator 14
Illustrations

5. The Spectrum From a Rod for $20^\circ \leq \alpha \leq 160^\circ$ is Identical to That From a Properly Chosen Annulus 14
6. Simulation of a Portion of the Source by One Annulus 15
7. Radial Dependence of $^{60}$Co $\gamma$ Intensity in the Plane of the Foils Shown in Figure 4 17
8. Schematic for Irradiation Geometry of J. A. Wall 18

Tables

1. Fraction of Photons ($\Delta N/N$) in Each Energy Range ($\Delta E$, MeV) for a Single Rod Shown in Figure 1 8
2. Photon Energy Spectrum for the Complete Ten Rod Assembly Shown in Figure 1 9
3. The Spectrum for the Disc Source Installed June 1975 11
4. The Spectrum for the Combined Disc and Ten Rod Source 12
5. Photon Energy Spectrum for the Twenty Rod Array With Disc 12
6. The Spectrum for the Twenty Rod Array 13
7. Photon Energy Spectrum in a 13 cm Diameter Circle Behind the Collimator of Figure 4 (in the Region of the Foils) 16
8. Photon Energy Spectrum Irradiating the Interface Chamber of Figure and References 1 and 4. $\phi$ is the Angle Relative to the Collimator Center Axis 16
Gamma Energy Spectra for the RADC/ES* Cobalt 60 Sources

1. INTRODUCTION

Extensive use has been made of high intensity cobalt 60 gamma sources to investigate radiation effects in devices and materials. It is well known that such sources produce a broad energy spectrum of radiation and that materials and devices can be extra sensitive to particular portions of the spectrum. The spectrum of radiation is dependent on the mass and geometry of the source and needs to be determined for each manifestation of these parameters. We have found it necessary in several cases to know the spectra of our sources in order to interpret some of our experimental results.¹⁻⁴

The sources employed at the former AFCRL and at RADC are composed predominately of cobalt, steel, and aluminum. The 1.32 and 1.17 MeV photons generated in the ⁶⁰Co nuclear decay are scattered, degraded, and attenuated

(Received for publication 3 April 1979)

*Formerly called the AFCRL Cobalt 60 sources.
primarily by the Compton process and secondarily by the photoelectric process in such materials. Fluorescence photons are, therefore, not included in the spectra calculations. The geometries of the sources are such that an "average" 60Co photon generated in the sources has a probability greater than 0.20 for scattering before leaving the source material. Many of the resulting secondary Compton photons are in the 0.2 MeV energy region where they produce enhanced photoelectric effects in irradiated experiments.

The spectrum calculations were made using a computer code called "Collimator."

This code has been designed for sources with geometry "similar" to ours and has been compared with experimental measurements using NaI scintillators. It may now be the case that such Monte Carlo codes are more accurate photon spectrum predictors than an experimental measurement under high intensity irradiation, because of the difficulty of characterizing and uniquely unfolding the response of appropriate detectors. It is far more costly and no more accurate to measure the spectra by experimental means than it is to calculate it using a computer code. For a comprehensive review of MeV photon transport and effects, see Jaeger and Leipunskii, et al. For examples of spectra measurements by detectors, see Dardis and Scofield, Scofield and Haggmark, and Wechselberger.

Several sources have been used and spectrum calculations have been made for each of them. In the next section, we will describe each source and the calculation scheme used to obtain its spectrum.

---


2. RESULTS

2.1 The AFCRL Source October 1967 to 19 June 1975

This source is composed of ten encapsulated $^{60}$Co rods in an array described in Figure 1. The array is in a hot cell room roughly 3 m by 3 m by 4 m high. When not in use, the array is stored in a pit under the floor of the room and can be raised out of the pit by remote control. Small objects can be inserted in the center of the array for high intensity irradiations, or alternately, objects can be placed at a distance in the room for lower intensity irradiations. We wish to calculate the photon energy spectrum in the horizontal plane which intersects the center of the ten rods (the plane parallel to and equidistant from the aluminum ring and the aluminum base plate in Figure 1). The spectrum in this plane is representative of the spectra most everywhere else except directly off the ends of the rods.

![CUT AWAY VIEW OF ONE ROD](image)

Figure 1. The AFCRL Source (1967–1975)

The collimator code will calculate the energy-angle spectrum in any region wherein the region and source have cylindrical symmetry. Thus the code can be directly applied to calculating the spectrum for a rod (cylinder) source. It will not calculate the spectrum directly for an array of rods. The spectrum from the
array is the algebraic sum of the spectrum from individual rods in the array, plus the spectrum of photons which are generated in one rod and scattered in another rod (once scattered photons), plus the twice scattered photons, etc. to infinite scatterings. We use the code to calculate the spectrum for one rod, and then estimate the spectrum due to scattered photons, and sum the results.

Figure 2 describes the geometry for which the code was run for one rod.

![Figure 2](image)

Preiss shows that the spectrum does not vary significantly over the range of angles $\pi/4 \leq \theta \leq 3\pi/4$ at distances greater than several radii from the rod. There is a slight change in the spectrum only off the ends of the rod. Thus the detector geometry is chosen to accept photons near $\theta \approx \pi/2$ because this is the direction of irradiation for most experiments. Results are given in Table 1. Photons with energy below 0.1 MeV are ignored.

Table 1. Fraction of Photons ($\Delta N/N$) in Each Energy Range ($\Delta E$, MeV) for a Single Rod Shown in Figure 1

<table>
<thead>
<tr>
<th>$\Delta E$ MeV</th>
<th>1.34-1.3 (1.33)</th>
<th>1.3-1.2</th>
<th>1.2-1.1 (1.11)</th>
<th>1.1-1.0</th>
<th>1.0-0.9</th>
<th>0.9-0.8</th>
<th>0.8-0.7</th>
<th>0.7-0.6</th>
<th>0.6-0.5</th>
<th>0.5-0.4</th>
<th>0.4-0.3</th>
<th>0.3-0.2</th>
<th>0.2-1</th>
</tr>
</thead>
<tbody>
<tr>
<td>$\Delta N/N$</td>
<td>.388</td>
<td>.006</td>
<td>.402</td>
<td>.014</td>
<td>.014</td>
<td>.016</td>
<td>.016</td>
<td>.016</td>
<td>.020</td>
<td>.026</td>
<td>.033</td>
<td>.035</td>
<td>.017</td>
</tr>
</tbody>
</table>
For purposes of determining the inter-rod scattering flux (flux of photons generated in one rod and scattered in another rod), we can divide the Table 1 spectrum into two parts; photons above 1.1 MeV we call "peak" photons, and photons below 1.1 MeV we call "scattered" photons. If a peak photon is scattered by a rod it will result, with high probability, in a scattered photon with energy below 1.1 MeV. (Table 1 is an example of flux due mostly to zero or one scattering. The $^{60}$Co produces equal numbers of 1.33 and 1.33 MeV photons; all other photons are scattered into lower energies. See also references 7 and 8.)

The probability that a peak photon from one rod interacts with another rod can be determined with a calculator using the rod array geometry (Figure 1) and the Compton scattering cross section and is approximately 0.02. The probability that a scattered photon will interact with another rod and be lost is approximately 0.01. The probability that a scattered photon will scatter again in another rod but remain in the scattered energy range is roughly 0.02. From Table 1 we see that peak photons comprise 0.796 of a rod spectrum and scattered photons comprise 0.204. Therefore, inter-rod scattering contributes the following approximate increase in the scattered flux:

$$0.796 \times 0.02 + 0.204 \times 0.02 - 0.204 \times 0.01 \approx 0.02$$

Thus inter-rod scattering is a two percent correction where two percent of the photons are changed from the peak to the scattered photon energy distribution. The expected error in Table 1 is greater than two percent, so we need not determine inter-rod scatter more accurately. The corrected spectrum is given in Table 2.

<table>
<thead>
<tr>
<th>$\Delta$E MeV</th>
<th>1.34</th>
<th>1.3-1.2</th>
<th>1.2-1.1</th>
<th>1.1-1.0</th>
<th>1.0-0.9</th>
<th>0.9-0.8</th>
<th>0.8-0.7</th>
<th>0.7-0.6</th>
<th>0.6-0.5</th>
<th>0.5-0.4</th>
<th>0.4-0.3</th>
<th>0.3-0.2</th>
<th>0.2-0.1</th>
</tr>
</thead>
<tbody>
<tr>
<td>Prob. error</td>
<td>0.011</td>
<td>0.005</td>
<td>0.015</td>
<td>0.016</td>
<td>0.017</td>
<td>0.014</td>
<td>0.018</td>
<td>0.021</td>
<td>0.028</td>
<td>0.036</td>
<td>0.039</td>
<td>0.018</td>
<td></td>
</tr>
<tr>
<td>Prob. error</td>
<td>0.002</td>
<td>0.012</td>
<td>0.002</td>
<td>0.002</td>
<td>0.002</td>
<td>0.002</td>
<td>0.002</td>
<td>0.002</td>
<td>0.003</td>
<td>0.004</td>
<td>0.004</td>
<td>0.002</td>
<td></td>
</tr>
</tbody>
</table>

Table 2. Photon Energy Spectrum for the Complete Ten Rod Assembly Shown in Figure 1
Errors in the spectra are caused by statistics of the monte-carlo process, uncertainty in the scattering cross-sections and uncertainty in the inter-rod scattering correction. The assumed errors are:

(a) monte carlo statistics depend on the run and in this case are ±1.2 percent in the peak, and ±7 percent for the scattered,
(b) cross section errors are ±2 percent
(c) inter-rod scattering errors are ±50 percent.

2.2 The High Specific Activity Disc, 19 June 1975 to Present

The Cobalt 60 disc source is a steel encapsulation with the Cobalt in the center. The encapsulation outer radius is approximately 3.2 cm and its thickness is 1.58 cm. A relatively small mounting clamp is not included in the calculation since it is not symmetrical and is too small to be important. Figure 3 is a schematic of the disc (not to scale).

---

Figure 3. Schematic Illustration of the Disc Source as Used in the Computer Calculation. The radius dimension and thickness dimension are in centimeters. The drawing is not to scale and is not identical to the actual disc source.

Since the disc is thicker than the previously discussed rods, we expect the disc spectrum to have a larger fraction of scattered photons. We also expect the spectrum to be less dependent on direction since the aspect ratio (maximum dimension/minimum dimension) is smaller. The spectrum was calculated at nominal angles, \( \theta \), of 0\(^{\circ}\), 40\(^{\circ}\), 80\(^{\circ}\) and the differences were well within the errors. The resulting spectrum is given in Table 3 and is correct for any direction.

Table 3. The Spectrum for the Disc Source Installed June 1975

<table>
<thead>
<tr>
<th>( \Delta E ) (MeV)</th>
<th>1.34-1.3 (1.33)</th>
<th>1.3-1.2</th>
<th>1.2-1.1 (1.17)</th>
<th>1.1-1.0</th>
<th>1.0-.9</th>
<th>.9-.8</th>
<th>.8-.7</th>
<th>.7-.6</th>
<th>.6-.5</th>
<th>.5-.4</th>
<th>.4-.3</th>
<th>.3-.2</th>
<th>.2-.1</th>
</tr>
</thead>
<tbody>
<tr>
<td>( \Delta N ) ( N )</td>
<td>.008</td>
<td>.002</td>
<td>.008</td>
<td>.001</td>
<td>.001</td>
<td>.001</td>
<td>.001</td>
<td>.001</td>
<td>.001</td>
<td>.002</td>
<td>.002</td>
<td>.003</td>
<td>.002</td>
</tr>
<tr>
<td>probable error</td>
<td>.008</td>
<td>.002</td>
<td>.008</td>
<td>.001</td>
<td>.001</td>
<td>.001</td>
<td>.001</td>
<td>.001</td>
<td>.001</td>
<td>.002</td>
<td>.002</td>
<td>.003</td>
<td>.002</td>
</tr>
</tbody>
</table>

In this case the errors are assumed to be due to:

(a) a statistical term of 0.2 percent in the peak and 0.7 percent in the scattered,

(b) and a 2 percent term in the basic cross sections.

2.3 The Combined Source of Ten Rods and One Disc, Installed 19 June 1975

The disc is relatively small and does not scatter a significant proportion of the photons created in the rods. However, the rods scatter and degrade roughly two percent of the photons produced by the disc. We can calculate the combined spectrum by summing the two sources, each source being weighted relative to its activity level and the disc source being corrected for scattering in the rods.

The resulting spectrum is given in Table 4. The disc is mounted on the rod source in a non-symmetric manner but because the spectrum from the disc is not dependent on direction the non-symmetry is unimportant.
Table 4. The Spectrum for the Combined Disc and Ten Rod Source

<table>
<thead>
<tr>
<th>ΔE MeV</th>
<th>1.3-1.1 (1.33)</th>
<th>1.2-1.1 (1.17)</th>
<th>1.1-1.0</th>
<th>1.0-0.9</th>
<th>0.9-0.8</th>
<th>0.8-0.7</th>
<th>0.7-0.6</th>
<th>0.6-0.5</th>
<th>0.5-0.4</th>
<th>0.4-0.3</th>
<th>0.3-0.2</th>
<th>0.2-0.1</th>
</tr>
</thead>
<tbody>
<tr>
<td>prob-able error</td>
<td>.010</td>
<td>.011</td>
<td>.002</td>
<td>.002</td>
<td>.002</td>
<td>.002</td>
<td>.003</td>
<td>.004</td>
<td>.005</td>
<td>.005</td>
<td>.005</td>
<td>.005</td>
</tr>
</tbody>
</table>

2.4 The Combined Source of Twenty Rods and One Disc, Installed 25 June 1976

Ten high specific activity rods were added to the previous ten rod array shown in Figure 1. The new rods are identical in size and shape to the older less active rods. The new rods are spaced on the same circumference as the older rods. Except for the increased inter-rod scattering the twenty rod array has the same spectrum as the ten rod array. The spectrum is given in Table 5.

Table 5. Photon Energy Spectrum for the Twenty Rod Array With Disc

<table>
<thead>
<tr>
<th>ΔE MeV</th>
<th>1.3-1.1 (1.33)</th>
<th>1.2-1.1 (1.17)</th>
<th>1.1-1.0</th>
<th>1.0-0.9</th>
<th>0.9-0.8</th>
<th>0.8-0.7</th>
<th>0.7-0.6</th>
<th>0.6-0.5</th>
<th>0.5-0.4</th>
<th>0.4-0.3</th>
<th>0.3-0.2</th>
<th>0.2-0.1</th>
</tr>
</thead>
<tbody>
<tr>
<td>ΔN/N</td>
<td>.368</td>
<td>.382</td>
<td>.316</td>
<td>.317</td>
<td>.315</td>
<td>.318</td>
<td>.323</td>
<td>.301</td>
<td>.040</td>
<td>.043</td>
<td>.024</td>
<td></td>
</tr>
<tr>
<td>prob-able error</td>
<td>.012</td>
<td>.013</td>
<td>.002</td>
<td>.002</td>
<td>.002</td>
<td>.002</td>
<td>.003</td>
<td>.004</td>
<td>.005</td>
<td>.005</td>
<td>.003</td>
<td></td>
</tr>
</tbody>
</table>

2.5 The Twenty Rod Array Source, Installed 25 June 1976

It is possible to remove the disc from the rest of the source. In that event, we need to know the spectrum for the resulting twenty rod array. This spectrum is changed from the ten rod array due to increased inter-rod scattering and the results are given in Table 6.
Table 6. The Spectrum for the Twenty Rod Array

<table>
<thead>
<tr>
<th>ΔE (MeV)</th>
<th>1.34-1.3 (1.33)</th>
<th>1.3-1.2 (1.17)</th>
<th>1.2-1.1 (1.10)</th>
<th>1.1-1.0</th>
<th>1.0-0.9</th>
<th>0.9-0.8</th>
<th>0.8-0.7</th>
<th>0.7-0.6</th>
<th>0.6-0.5</th>
<th>0.5-0.4</th>
<th>0.4-0.3</th>
<th>0.3-0.2</th>
<th>0.2-0.1</th>
</tr>
</thead>
<tbody>
<tr>
<td>ΔN/N</td>
<td>0.372</td>
<td>0.006</td>
<td>0.387</td>
<td>0.016</td>
<td>0.017</td>
<td>0.018</td>
<td>0.016</td>
<td>0.019</td>
<td>0.023</td>
<td>0.029</td>
<td>0.037</td>
<td>0.041</td>
<td>0.020</td>
</tr>
<tr>
<td>probable</td>
<td>0.012</td>
<td>0.002</td>
<td>0.013</td>
<td>0.002</td>
<td>0.002</td>
<td>0.002</td>
<td>0.002</td>
<td>0.002</td>
<td>0.003</td>
<td>0.004</td>
<td>0.005</td>
<td>0.005</td>
<td>0.003</td>
</tr>
<tr>
<td>error</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

2.6 The 6.67 Centimeter Diameter Collimator

Several experiments have been performed using a collimator with the ten rod source of Figure 1. The purpose of the collimator is to confine the photons to a particular portion of the apparatus being irradiated. However, the collimator introduces a great deal of scattered photons and we need to account for the effects due to these scattered photons. The collimator code is particularly adept at calculating the spectra for cylindrical collimators such as we use at RADC.

Figure 4 describes a cross sectional view of one collimator used to measure electron currents induced by the photon beam.

We need to know the photon spectrum in the region of the foils. The distance between the nearest cobalt rod and the collimator is approximately 6 cm. As the figure shows, cylindrical symmetry is violated since the source is not coaxial with the cylinder so we need to modify the geometry in order to use the "Collimator Code."

The geometry modification can be made by transforming the source into a cylindrically symmetric source being careful to maintain a photon spectrum characteristic of the true rod source. The method for doing this follows.

Figure 5 pictorially describes the basic transformation - the spectrum from the rod is made identical to that from a series of carefully chosen annuli which are cylindrically symmetric with the collimator. For the proper range of angles, α, the dimensions (inner radius, outer radius and thickness) of the annuli can be chosen so that the spectrum emitted by the annuli is identical to the spectrum from the rods. All the annuli in the series were dimension adjusted so that they emitted such a spectrum, each spectrum being confirmed by use of the "collimator code."

Figure 4. The 6.67 Centimeter Diameter Collimator. The collimator minimized the photon flux at the edges of the foils.

Figure 5. The Spectrum From a Rod for $20^\circ \leq \alpha \leq 160^\circ$ is Identical to That From a Properly Chosen Annulus. Note that the annulus is like a rod without an end yet not infinite in length, therefore, for $\alpha < 20^\circ$ their spectra differ.

It turned out that annuli with thickness and width approximating but slightly less than the rod diameter produced the correct spectrum.

A series of annuli is needed to properly simulate the shape of the ten rod source. We have seen that inter-rod scattering is a small effect; with the collimator, which is a massive object, inter-rod scattering is a negligible effect. But the spectrum transmitted through the collimator may depend on the position of the
source, so we need to use annuli which simulate the entire spatial region of source rods. Figure 6 describes how one annulus simulates photons originating from a region of the source. We can cover the entire source by using many annuli covering the range of radii from zero to 14 cm. We then weight the total emission from each annulus according to the fraction of the real array covered by the annulus (dark portion shown in Figure 6). We run the collimator code separately for each one of the annuli (the annuli are 0.94 cm thick and 0.88 cm wide so there are a total of \( \frac{14 \text{ cm}}{0.88 \text{ cm}} = 16 \) annuli to cover the real array area) placed coaxially with the collimator and spaced 8 cm in front of the collimator (see Figure 4). The spectrum in the foil region behind the collimator resulting from each annulus is weighted according to the dark area shown in Figure 6. The total spectrum is the sum of the 16 weighted spectra.

Table 7 describes the spectrum for the apparatus shown in Figure 4 and reported in references 13 and 14. The angular distribution is given since it reflects the effectiveness of the collimator whose purpose it is to create a collimated beam of photons. \( \theta \) is the angle relative to the collimator center axis. The probable error in Table 7 would be similar to errors previously given in Table 2 for the totals over \( \cos \theta \) but the errors in particular angular bins have not been determined.

![Diagram](Image)

Figure 6. Simulation of a Portion of the Source by One Annulus
Table 7. Photon Energy Spectrum in a 13 cm Diameter Circle Behind the Collimator of Figure 4 (in the Region of the Foils)

<table>
<thead>
<tr>
<th>Energy (MeV)</th>
<th>1.0 - 1.9</th>
<th>1.2 - 1.3</th>
<th>1.3 - 1.4</th>
<th>1.1 - 1.2</th>
<th>1.0 - 1.1</th>
<th>0.9 - 1.0</th>
<th>0.8 - 0.9</th>
<th>0.7 - 0.8</th>
<th>0.6 - 0.7</th>
<th>0.5 - 0.6</th>
<th>0.4 - 0.5</th>
<th>0.3 - 0.4</th>
<th>0.2 - 0.3</th>
<th>0.1 - 0.2</th>
<th>Total</th>
</tr>
</thead>
<tbody>
<tr>
<td>cos #</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>1.0 - 1.9</td>
<td>0.2366</td>
<td>0.0311</td>
<td>0.2357</td>
<td>0.0322</td>
<td>0.0288</td>
<td>0.0272</td>
<td>0.0269</td>
<td>0.0216</td>
<td>0.0165</td>
<td>0.0222</td>
<td>0.0273</td>
<td>0.0318</td>
<td>0.0214</td>
<td></td>
<td></td>
</tr>
<tr>
<td>0.95 - 0.85</td>
<td>0.0009</td>
<td>0.0014</td>
<td>0.0043</td>
<td>0.0003</td>
<td>0.0138</td>
<td>0.0123</td>
<td>0.0111</td>
<td>0.0086</td>
<td>0.0068</td>
<td>0.0066</td>
<td>0.0068</td>
<td>0.0074</td>
<td>0.0101</td>
<td></td>
<td></td>
</tr>
<tr>
<td>0.85 - 0.70</td>
<td>0.000194</td>
<td>0.0015</td>
<td>0.0025</td>
<td>0.0083</td>
<td>0.0125</td>
<td>0.0109</td>
<td>0.0056</td>
<td>0.0055</td>
<td>0.0061</td>
<td>0.0069</td>
<td>0.0069</td>
<td>0.0101</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>0.70 - 0.60</td>
<td>0.0002</td>
<td>0.0009</td>
<td>0.00002</td>
<td>0.0033</td>
<td>0.0066</td>
<td>0.0064</td>
<td>0.0064</td>
<td>0.0074</td>
<td>0.0093</td>
<td>0.0093</td>
<td>0.0093</td>
<td>0.0206</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>0.60 - 0.50</td>
<td>0.0003</td>
<td>0.0016</td>
<td>0.0003</td>
<td>0.0043</td>
<td>0.0024</td>
<td>0.0027</td>
<td>0.0027</td>
<td>0.0031</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Total over</td>
<td>0.2375</td>
<td>0.0175</td>
<td>0.2561</td>
<td>0.0430</td>
<td>0.0453</td>
<td>0.0486</td>
<td>0.0537</td>
<td>0.0481</td>
<td>0.0399</td>
<td>0.0470</td>
<td>0.0500</td>
<td>0.0581</td>
<td>0.0553</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

It is interesting to plot the intensity of the photon beam as a function of distance from the collimator axis in the plane of the foils. We have not made such a calculation with the collimator code but we have used a 1 cm diameter ionization probe ("Radoco" by Victoreen Corp.) to measure the intensity profile in the plane of the foils; Figure 7 describes the results. Incomplete evidence indicates that the spectrum, shown in Table 7, holds true everywhere within the 13 cm diameter circle even though the spectrum is an average over the entire circular area.

2.7 Collimator Used by J.A. Wall and E.A. Burke for Measuring Dose Profiles

The dose profiles described in references 1 and 4 are sensitive to the spectrum of irradiation photons. A different collimator was used in these measurements as shown in Figure 8. We wish to calculate the spectrum of photons irradiating the 5 cm diameter interface chamber. The steel collimator is 20 cm long and 3.8 cm diameter. The cobalt source in Figure 8 is the rod array reported in Section 2.1 and Figure 1 above. We use the computational technique (transform the source into a series of annuli) described in Section 2.6 above. The resulting spectrum is given in Table 8. This spectrum can be used in a photon/electron transport code to attempt to predict the dose profiles experimentally measured and reported in references 1 and 4.
Figure 7. Radial Dependence of $^{60}$Co $\gamma$ Intensity in the Plane of the Foils Shown in Figure 4. The least squares fit function is $\bar{R} = 82.69 - 78.52 \exp(-189.9 \exp(-0.867 \cdot 189))$, $\bar{R}$ is Roentgens per minute, $r$ is radial distance in centimeters.
Figure 8. Schematic for Irradiation Geometry of J. A. Wall
Table 8. Photon Energy Spectrum Irradiating the Interface Chamber of Figure 8 and References 1 and 4. $\theta$ is the Angle Relative to the Collimator Center Axis

<table>
<thead>
<tr>
<th>MeV</th>
<th>1.4-1.3 (1.33)</th>
<th>1.2-1.1 (1.17)</th>
<th>1.1-1.0</th>
<th>1.0-0.9</th>
<th>0.9-0.8</th>
<th>0.8-0.7</th>
<th>0.7-0.6</th>
<th>0.6-0.5</th>
<th>0.5-0.4</th>
<th>0.4-0.3</th>
<th>0.3-0.2</th>
<th>0.2-0.1</th>
</tr>
</thead>
<tbody>
<tr>
<td>cos $\theta$</td>
<td>1.0-.95</td>
<td>.280</td>
<td>.017</td>
<td>.306</td>
<td>.040</td>
<td>.050</td>
<td>.030</td>
<td>.041</td>
<td>.019</td>
<td>.021</td>
<td>.028</td>
<td>.032</td>
</tr>
<tr>
<td></td>
<td>.95-.90</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
</tr>
<tr>
<td></td>
<td>.85-.80</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
</tr>
<tr>
<td></td>
<td>.70-.60</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
</tr>
<tr>
<td></td>
<td>.40-.30</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
<td>0</td>
</tr>
<tr>
<td>Total</td>
<td>2.280</td>
<td>.017</td>
<td>.306</td>
<td>.044</td>
<td>.056</td>
<td>.039</td>
<td>.045</td>
<td>.026</td>
<td>.024</td>
<td>.032</td>
<td>.042</td>
<td>.053</td>
</tr>
</tbody>
</table>

3. COMMENTS

It is instructive to compare these results with experimental and computational results for other gamma sources published in the literature. For this purpose, see references 15, 16, and 17 and references contained therein. An extensive literature exists for transport through shields with and without ducts or voids; however, the published results generally are in terms of exposure intensity rather than energy spectra. Energy spectra for pure shields are available in some cases7-10 and can be compared to these results.

References

MISSION
of
Rome Air Development Center

RADC plans and executes research, development, test and selected acquisition programs in support of Command, Control Communications and Intelligence (C3I) activities. Technical and engineering support within areas of technical competence is provided to ESD Program Offices (POs) and other ESD elements. The principal technical mission areas are communications, electromagnetic guidance and control, surveillance of ground and aerospace objects, intelligence data collection and handling, information system technology, ionospheric propagation, solid state sciences, microwave physics and electronic reliability, maintainability and compatibility.