Ion Exchange Voltammetry at Polymer Film Coated Nanoelectrode Ensembles

Paolo Ugo, Ligia M. Moretto, Sara Bellomi,
Vinod P. Menon, and Charles R. Martin

Department of Physical Chemistry, University of Venice, Venice, Italy
and
Department of Chemistry, Colorado State University, Fort Collins, CO 80523-1872 USA

#University of Venice
†Colorado State University
*Corresponding authors
Abstract

Ensembles of nanoscopic disk-shaped electrodes have been shown to offer enhancements in electroanalytical detection limits relative to electrodes of macroscopic dimensions (e.g., disk electrodes with diameters of ca. 1 mm). Enhancements in electroanalytical detection limits have also been observed at macroscopic electrodes that have been coated with films of ion exchange polymers. In this paper we combine these two concepts. We demonstrate that a nanoelectrode ensemble (NEE) that has been coated with a thin film of the Kodak ion exchange polymer AQ 55 shows enhanced electroanalytical detection limits relative to the uncoated NEE and to the coated macroscopic electrode. To our knowledge, this is the first investigation of the electrochemistry, and the electroanalytical advantages, of polymer film-coated NEEs.
OFFICE OF NAVAL RESEARCH

GRANT or CONTRACT:  N00014-91J-0201

R&T CODE:  4133032
Robert J. Nowak

TECHNICAL REPORT NO. 50

by Charles R. Martin

Prepared for Publication

in

Analytical Chemistry

Colorado State University
Department of Chemistry
Fort Collins, CO  80523-1872

Reproduction in whole, or in part, is permitted for any purpose of the United States Government.

This document has been approved for public release and sale; its distribution is unlimited.

***************End page 1
REPORT DOCUMENTATION PAGE

2. September 26, 1996

3. Interim report

4. "Ion Exchange Voltammetry at Polymer Film Coated Nanoelectrode Ensembles"

5. GRANT: N00014-91J-0201 ; R&T CODE: 4133032

6. Paolo Ugo, Ligia M. Moretto, Sara Bellomi, Vinod P. Menon and Charles R. Martin

7. Charles R. Martin, Department of Chemistry, Colorado State University, Fort Collins, CO 80523-1872

8. TECHNICAL REPORT NO. 50

9. Office of Naval Research, Chemistry Division, 800 North Quincy Street, Arlington, VA 22217-5660

11. To be published in Analytical Chemistry

12. Reproduction in whole or in part is permitted for any purpose of the United States Government. This document has been approved for public release and sale; its distribution is unlimited.

13. Abstract: Ensembles of nanoscopic disk-shaped electrodes have been shown to offer enhancements in electroanalytical detection limits relative to electrodes of macroscopic dimensions (e.g., disk electrodes with diameters of ca. 1 mm). Enhancements in electroanalytical detection limits have also been observed at macroscopic electrodes that have been coated with films of ion exchange polymers. In this paper we combine these two concepts. We demonstrate that a nanoelectrode ensemble (NEE) that has been coated with a thin film of the Kodak ion exchange polymer AQ 55 shows enhanced electroanalytical detection limits relative to the uncoated NEE and to the coated macroscopic electrode. To our knowledge, this is the first investigation of the electrochemistry, and the electroanalytical advantages, of polymer film-coated NEEs.

14. Subject terms: Nanoelectrodes, polymer, modified electrodes, electroanalysis

17. 18. 19. Unclassified
INTRODUCTION

A new approach for preparing ensembles of nanoscopic disk-shaped electrodes has recently been described.\textsuperscript{1} These nanoelectrode ensembles (NEEs) are prepared using a membrane-based method,\textsuperscript{2} in which the pores in a nanoporous membrane act as templates for the nanoelectrodes. The membranes employed contain monodisperse, cylindrical pores that run the complete thickness of the membrane. A nanoscopic wire of gold is deposited within each pore of the membrane.\textsuperscript{1} The disk-shaped ends of these Au nanowires (at one face of the membrane) define the ensemble of nanodisk electrodes. Ensembles of Au nanodisks with diameters as small as 10 nm have been prepared using this template-based method.\textsuperscript{1}

The number of Au nanodisks per cm\textsuperscript{2} of membrane surface area is determined by the density of the pores in the template membrane. Typically these membranes have high pore densities; for example, the membranes used to prepare the NEEs described in this paper had a pore density of 6x10\textsuperscript{8} pores cm\textsuperscript{-2}. As a result, these NEEs operate in the "total overlap" electrochemical limiting case,\textsuperscript{1,3} in which the diffusion layer created at each disk-shaped element overlaps with the diffusion layers created at its neighboring elements. As a consequence of this total overlap situation, conventional peak-shaped voltammograms are obtained at these NEEs.

It is well known that NEEs operating in this total overlap regime can show enhanced electroanalytical detection limits relative to an electrode of conventional dimensions (e.g., a disk-shaped electrode with a diameter of 1 mm; we call such electrodes "macro" electrodes).\textsuperscript{1,3} This enhancement in detection limits occurs because Faradaic currents are
proportional to the geometric area of the NEE, while the background signal (the double layer charging current) is proportional to only the sum of the active electrode area. We have shown that the detection limit is decreased by a factor equivalent to the fractional electrode area, which is the sum of the active electrode area divided by the geometric area of the NEE.$^{1,3}$

It occurred to us that detection limits at the NEE could be further enhanced by coating the NEE surface with a film of an ion-exchange polymer. This is because an ion-exchange polymer film can preconcentrate an electroactive counterion at the substrate electrode surface; the term "ion exchange voltammetry" has been used to describe this preconcentration effect.$^{4,5}$ Hence, if an ion-exchange polymer film is coated onto a NEE surface, the electroanalytical detection limit should be enhanced by both the signal-to-background advantage inherent in the NEE$^{1,3}$ and by the preconcentration effect of ion exchange voltammetry.$^{4,5}$

In this paper we describe results of electrochemical experiments at NEEs that have been coated with a film of Eastman Kodak's AQ 55 poly(estersulfonate) cation exchange polymer.$^{6-8}$ This polymer has been shown to preconcentrate electroactive cations at conventional macro electrode surfaces.$^6$ We have found that electroanalytical detection limits for electroactive cations at these polymer modified NEEs are enhanced relative to detection limits obtained at the uncoated NEE or at a polymer-modified macro electrode.

**EXPERIMENTAL**

**Materials.** Ru(NH$_3$)$_6$Cl$_3$ (Matthey Bishop)) was recrystallized as per reference.$^9$ Ferrocenylmethylidimethyamine (Aldrich) was reacted with
methyl iodide to form the quaternary ammonium iodide. This was then converted to ferrocenylmethyltrimethylammonium (FA+) PF6- using KPF6.10 All solutions were prepared using purified water obtained by passing house distilled water through a Milli-Q (Millipore) water purification system. Supporting electrolytes were analytical reagent grade and were used as received.

The NEEs were prepared from polycarbonate filtration membranes (Poretics) having a pore diameter of 30 nm. Au nanowires were deposited within the pores of these membranes using the electroless deposition procedure described previously.1 The geometric area of the NEE exposed to solution was 0.08 cm². The fractional electrode area for these NEEs has been shown to be 0.0045.1

Film-Coating Procedure. A 30 % aqueous dispersion of the AQ 55 polymer was obtained from Eastman. This dispersion was diluted with distilled water to yield a dispersion that was 1 % in AQ 55. The surface of the NEE was coated by applying 2 μL of the 1% dispersion to the 0.08 cm² surface of the NEE and allowing the solvent (water) to evaporate at room temperature. As described in detail in our previous paper,1 the NEE surface that is exposed to solution is defined by a circular hole that is cut into a piece of plastic tape that covers the surface of the NEE. This hole acts as a beaker to confine the polymer solution. As a result, there is no evidence that polymer solution spreads to the tape. Hence, the reproducibility of solution deposition is excellent. After evaporation of the solvent, the resulting film was then heated for 2 hr at 60° C. This procedure has been shown to yield strongly adherent, water insoluble films of AQ 55.7,8
Analogous films were cast onto the surfaces of conventional glassy carbon (Tokai, Japan) and Au disk electrodes. These "macro" electrodes also had areas of 0.08 cm$^2$. The polymer solution uniformly wets the macro electrode surface and is confined to this surface. As a result, again, there is no evidence for spreading of the polymer solution to the surrounding insulating phase, and, again, the reproducibility of film deposition is excellent.

The density of the AQ 55 polymer was obtained by weighing a rectangular piece of the film, prepared under identical conditions as the films used in the electrochemical studies, that had macroscopic dimensions (2.5 cm x 2.5 cm, 0.053 cm thick). A density of 1.34 g cm$^{-3}$ was obtained. This density was used to calculate the average film thickness for the modified electrodes studied here. A film thickness of 1.9 μm was obtained. However, this is a dry film thickness. To assess the extent of swelling in the electrolyte solution, a piece of the film with macroscopic dimensions was immersed for 4 hours into a 10$^{-3}$ M solution of NaNO$_3$. The thickness increased by ca. 70%. This is not surprising given the fact that this is an uncross-linked ion exchange polymer.

Because of this extensive solvent swelling, the concentrations of the ions in the polymer film were calculated in terms of the mole fraction of SO$_3^-$ sites occupied by a particular ion. This mole-fraction convention is typically used to express concentrations of ions in ion-exchange polymer films, and was used in our prior work on Nafion films. The advantage of this approach is that concentrations calculated in this way do not require a measurement of film thickness.
Experimental Protocol. The electrochemical cell consisted of the AQ 55-coated (or other) working electrode, a Pt spiral counter electrode and an Ag/AgCl reference. An AMEL 553 potentiostat in conjunction with AMEL 568 function generator and a Yokogawa 3023 X-Y recorder was used to obtain the voltammetric data. An EG&G - PAR 384 B was used for the differential pulse voltammetric measurements. Solutions were degassed with purified N2 prior to electrochemical measurements.

The procedures used to equilibrate the film-coated electrode with the electroactive cation, and to obtain the partition-isotherm data, were identical to those used previously. Briefly, the freshly-prepared AQ 55-coated electrode was immersed into a solution that contained the desired concentrations of the electroactive cation and supporting electrolyte. The electroactive cation was allowed to partition into the AQ 55 film, and the course of this equilibration process was followed by periodically scanning through the redox wave of the cation. During the equilibration process, the peak currents for such voltammograms increased with time.

When partition equilibrium is achieved, there is no further change in peak current with time. Equilibration required a maximum of ca. 75 min for Ru(NH3)63+ and ca. 60 for FA+. The equilibrium quantity of electroactive cation partitioned into the film was obtained from the charge associated with such an equilibrium voltammogram. It is important to stress that, as per our previous work, the equilibrium voltammogram was obtained while the electrode was still immersed in the loading solution. The electrode was then equilibrated with a solution containing the next (higher) concentration of the electroactive cation. This process was repeated for the desired number of solution
concentrations. As per our previous work, because the partition coefficients are so large, the contribution to the total measured current from electroactive cation dissolved in solution is negligibly small.

RESULTS AND DISCUSSION

Ion Exchange Voltammetry with an AQ 55-Coated Glassy Carbon Electrode. Prior to investigating the polymer-modified NEEs, the electrochemical behavior of ferrocenylmethyltrimethylammonium (FA+) and Ru(NH3)63+ at an AQ 55-coated glassy carbon "macro" electrode was studied. This was necessary because no quantitative data on the preconcentration effect for these electroactive cations in AQ 55 are currently available in the literature.

Preconcentration of FA+ at the Coated Glassy Carbon Electrode. Figure 1 compares voltammograms for FA+ at an AQ 55-coated and bare glassy carbon electrode. The film-coated electrode (Figure 1A) shows the characteristic increase in the voltammetric current with time, corresponding to the loading of the polymer film with the electroactive cation. The final voltammogram in Figure 1A is equivalent to the voltammogram associated with maximal loading of FA+ into the AQ 55 film. (Maximal loading of FA+ at this concentration is achieved in ca. 15 min.) The dramatically higher peak current at the AQ 55-coated electrode (note the difference in current sensitivities) clearly shows that this polymer preconcentrates FA+.

The effect of scan rate on the shape of the voltammogram at the film-coated electrode is as would be expected. At the lower scan rate (5 mV s⁻¹) the voltammogram is characteristic of a surface-confined process, indicating that the entire film is oxidized and then re-reduced during the voltammetric scan (finite diffusion). In contrast, the
voltammogram at the higher scan rate (200 mV s\(^{-1}\)) shows diffusional tailing characteristic of semi-infinite linear diffusion in the film.\(^{11}\) This transition from finite to semi-infinite diffusion can be seen in plots of peak currents vs. scan rate (\(\nu\)) and square-root of scan rate (\(\nu^{1/2}\)) for the FA\(^+\)-loaded AQ 55 films (not shown). Peak currents for the low scan rate voltammograms are linearly related to \(\nu\), whereas the high scan rate voltammograms show \(\nu^{1/2}\) dependence.

Because the slow scan rate voltammograms cause quantitative electrolysis of the FA\(^+\) in the AQ 55 film, the area under the oxidation wave can be used to calculate the moles of FA\(^+\) partitioned into the film. These data can be used to calculate the equilibrium concentration (in terms of mole fraction of SO\(_3^-\) sites occupied) of FA\(^+\) in the film. A plot of the equilibrium film concentration vs. the concentration of FA\(^+\) in the aqueous solution used to load the film (i.e. a partition isotherm) is shown in Figure 2. The slope of such a plot is the partition coefficient, K, for the electroactive cation into the polymer film.\(^4\) K values for FA\(^+\) in three different electrolytes and at two different electrolyte concentrations are shown in Table I.

Table I indicates that the AQ 55 film shows high affinity for the hydrophobic cation FA\(^+\) relative to the simple inorganic cations Li\(^+\), Na\(^+\), and K\(^+\). For example, a K of 1610 is obtained for the partitioning of FA\(^+\) into a film from 10\(^{-3}\) M LiClO\(_4\). The dependence of the K value on the nature of the cation of the supporting electrolyte (Table I) can be understood in terms of the extractability of the competing inorganic cation. The cation with the smallest hydration energy, K\(^+\), is the most extractable and, therefore, offers the highest competition with FA\(^+\); the cation with the highest hydration energy, Li\(^+\), is the least extractable
and, therefore, shows the lowest competition. The increase in K with decreasing electrolyte concentration is simply a mass action effect. This effect is also expected, since K does not account for the fact that the partition process is, in reality, an ion exchange reaction.

It is of interest to compare these K values to analogous values obtained for the well known cation exchange polymer Nafion. As indicated in Table I, AQ 55 shows K = 340 when FA+ is loaded from 0.1 M NaNO3. Nafion shows K = 1.1 x 10^6 when FA+ is loaded from 0.1 M NaClO4. Hence, Nafion shows even greater preference for this hydrophobic cation. It is well known that Nafion shows extraordinary ion exchange affinity for such hydrophobic cations.

Figure 3 shows a typical calibration curve for FA+ at the AQ 55-coated glassy carbon electrode. The slopes of such calibration curves depend, of course, on the nature and concentration of the supporting electrolyte used (Table I). In order to define the detection limit, we obtained five replicate measurements of the background signal (no FA+) at the potential corresponding to the FA+ peak. The standard deviation (σ) for this measurement of the background signal (equivalent to the background noise) was calculated. The detection limit (DL) was then defined as per the IUPAC recommendation

\[
DL = 3\sigma/m
\]

where m is the slope of the calibration curve. A detection limit of 4.2 x 10^-7 M was calculated from the calibration curve in Figure 5 (σ=30 nA; m=0.215 A/M).

Preconcentration of Ru(NH3)6^{3+} at the Coated Glassy Carbon Electrode. As was the case with FA+, Ru(NH3)6^{3+} is also preconcentrated into the AQ 55 film. Longer times (relative to FA+) are required to reach
maximal loading of Ru(NH$_3$)$_6^{3+}$ into the films, and higher loading levels of Ru(NH$_3$)$_6^{3+}$ are achieved. Integration of the slow scan (5 mV s$^{-1}$), maximal-loading voltammograms again yields the partition isotherm (Figure 4). The Ru(NH$_3$)$_6^{3+}$ isotherms are linear at low solution concentrations but show the effects of saturation of the AQ 55 film at higher concentrations.

A partition coefficient of 7.2x10$^4$ is obtained from the linear part of the Ru(NH$_3$)$_6^{3+}$ isotherm in Figure 4. These data indicate that AQ 55 shows stronger ion exchange affinity for Ru(NH$_3$)$_6^{3+}$ than for FA$^+$. This is why the Ru(NH$_3$)$_6^{3+}$ isotherm shows the effect of saturation (curvature at high concentration, Figure 4) whereas the FA$^+$ isotherm does not (Figure 2). As was the case for FA$^+$, the partition coefficient for Ru(NH$_3$)$_6^{3+}$ in AQ 55 is lower than the Ru(NH$_3$)$_6^{3+}$ partition coefficient in Nafion (K = 2.5x10$^6$). As might be expected from the partition data, the Ru(NH$_3$)$_6^{3+}$ calibration curve (not shown) has a lower detection limit (2.7x10$^{-8}$ M) than the FA$^+$ calibration curve. The sensitivity (3.3 A/M) is also higher. However, because of the saturation effect seen in the isotherm at higher concentrations (Figure 4), the linear part of the Ru(NH$_3$)$_6^{3+}$ calibration curve does not extend to as high of concentrations as does the FA$^+$ calibration curve.

AQ 55 Film-Coated NEEs. Figure 5A shows FA$^+$ loading voltammograms for an AQ 55 film-coated NEE after immersion into a solution that was 1x10$^{-7}$ M in FA$^+$. Maximal loading of the film with FA$^+$ occurs after ca. 75 min. The voltammograms at the uncoated NEE and at an Au "macro" electrode are shown in Figures 5B and C, respectively. A comparison of the various voltammograms in Figure 5 shows that the sensitivity at the AQ 55-coated NEE is dramatically improved over that observed at the
uncoated NEE (note difference in current sensitivity in Figures 5 A and B) and at the Au macro electrode.

To quantitatively evaluate this improvement in sensitivity, calibration curves for FA$^+$ and Ru(NH$_3$)$_6^{3+}$ were obtained at the polymer-coated NEEs. The AQ 55-coated NEE was first equilibrated in a solution of the desired concentration of the desired electroactive cation and a voltammogram was recorded at a scan rate of 20 mV s$^{-1}$. Peak currents were plotted, as before, vs. concentration of the electroactive ion in the solution phase. The resulting calibration (Figure 6) is linear over a wide dynamic range, and shows a detection limit (defined as above) of 5x10$^{-9}$ M. This detection limit observed at the AQ 55-coated NEE is over two orders of magnitude lower than that observed at the coated macro electrode and over one order of magnitude lower than the detection limit at the uncoated NEE (see Table II).

Analogous data were obtained for Ru(NH$_3$)$_6^{3+}$ at the AQ-55 coated electrode. The detection limit for Ru(NH$_3$)$_6^{3+}$ is somewhat higher than the detection limit for FA$^+$ due to the proximity of the Ru(NH$_3$)$_6^{3+}$ voltammogram to the negative limit of the potential window for the Au NEEs studied here. This causes the background current, and noise level, to be higher for Ru(NH$_3$)$_6^{3+}$ at the NEE. Nevertheless, the detection limit for Ru(NH$_3$)$_6^{3+}$ at the AQ 55-coated NEE is lower than that observed at either the coated macro electrode or the uncoated NEE (Table II). The detection limit for Ru(NH$_3$)$_6^{3+}$ can be lowered further by doing differential pulse voltammetry, in order to discriminate against background, at the AQ 55-coated NEE. With differential pulse voltammetry, a detection limit of 1x10$^{-9}$ M for Ru(NH$_3$)$_6^{3+}$ at the polymer-coated NEE was obtained.
Electrode-to-Electrode Reproducibility. The reproducibility of the voltammetric current from one film-coated NEE to another was quite good. For example, four different film-coated NEEs that had been equilibrated with $1 \times 10^{-7}$ M FA$^+$ in 0.001 M NaNO$_3$ (supporting electrolyte) yielded equilibrium peak currents of 12.4, 12.5, 11.6, and 13.1 nA. This corresponds to a relative standard deviation of 5%. This excellent reproducibility in the electrode-to-electrode response can be attributed to the excellent reproducibility of the film formation method.

Effect of Supporting Electrolyte Concentration on the Shape of the Voltammetric Wave at the AQ 55-Coated NEE. In the earlier investigations of the uncoated NEEs, an unusual effect of the concentration of supporting electrolyte on the shape of the voltammogram was discovered. The voltammetric wave for a number of fast redox couples flattened, and the peak separation became larger as the concentration of supporting electrolyte was increased. This is an unusual effect because voltammetric waves often appear more reversible when higher supporting electrolyte concentrations are used. This is because broadening due to solution resistance is minimized at high electrolyte concentrations. At the NEEs, the voltammetric wave looks less reversible as the concentration of supporting electrolyte increases. Possible explanations for this unusual effect of supporting electrolyte concentration at the NEEs are discussed in a forthcoming paper.

Suffice it to say here that this electrolyte concentration effect is also observed at the AQ 55-coated NEE. Figure 7 compares FA$^+$ voltammograms at electrolyte (NaNO$_3$) concentrations of 1 mM and 0.1 M. The decrease in current at the higher electrolyte concentration is
expected due to greater ion-exchange competition from the Na\(^+\) of the electrolyte. Note, however, that the voltammetric waves appears distorted at the higher electrolyte concentration, particularly the forward wave. This effect was observed at the polymer-coated NEEs for both of the redox couples investigated here.

This unusual electrolyte effect has implications for possible analytical applications of the polymer-coated NEEs. These data suggest that it would be better to do analyses at the polymer-coated NEEs at low electrolyte concentrations, since this results in less distortion and broadening of the voltammetric waves. Furthermore, the partition coefficient for the electroactive ion is greatest at low electrolyte concentrations (Table I). Hence, there are two reasons why low electrolyte concentrations are desirable at the polymer-coated NEEs. Fortunately, because currents at the NEEs are low (particularly at low concentrations of electroactive species) using a low electrolyte concentration is not a problem at the NEEs.\(^1\)

CONCLUSIONS

We have demonstrated that the enhancements in electrochemical detection limits inherent in the nanoelectrode ensemble can be further amplified by coating the NEE with a thin film of the ion exchange polymer AQ 55. This is, to our knowledge, the first paper describing the electrochemistry and the analytical advantages of polymer film-coated nanoelectrode ensembles.
ACKNOWLEDGMENTS

This work was supported by CNR (Rome) and the U.S. Office of Naval Research. Collaboration between the University of Venice and Colorado State University was made possible by a Collaborative Research Grant from NATO (Brussels). We acknowledge Danilo Rudello for technical assistance in the film coating procedure.
References


Table I. Partition coefficients (K) for the ion-exchange preconcentration of FA\(^+\) into AQ 55 films coated onto glassy carbon macro electrodes.

<table>
<thead>
<tr>
<th>Supporting electrolyte</th>
<th>K</th>
</tr>
</thead>
<tbody>
<tr>
<td>LiClO(_4) 1x10(^{-1}) M</td>
<td>510</td>
</tr>
<tr>
<td>NaNO(_3) 1x10(^{-1}) M</td>
<td>290</td>
</tr>
<tr>
<td>KNO(_3) 1x10(^{-1}) M</td>
<td>208</td>
</tr>
<tr>
<td>LiClO(_4) 1x10(^{-3}) M</td>
<td>1370</td>
</tr>
<tr>
<td>NaNO(_3) 1x10(^{-3}) M</td>
<td>960</td>
</tr>
<tr>
<td>KNO(_3) 1x10(^{-3}) M</td>
<td>690</td>
</tr>
</tbody>
</table>
Table II. Comparison of cyclic voltammetric detection limits for FA⁺ and Ru(NH₃)₆³⁺ at an uncoated macro electrode, an uncoated NEE, and an AQ 55-coated NEE.

<table>
<thead>
<tr>
<th>Electrode</th>
<th>Detection</th>
<th>Limit (M)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>FA⁺</td>
<td>Ru(NH₃)₆³⁺</td>
</tr>
<tr>
<td>Bare Macro</td>
<td>2x10⁻⁵</td>
<td>2x10⁻⁵</td>
</tr>
<tr>
<td>Bare NEE</td>
<td>5x10⁻⁸</td>
<td>7x10⁻⁸</td>
</tr>
<tr>
<td>AQ 55-Coated NEE</td>
<td>5x10⁻⁹</td>
<td>6x10⁻⁹(1x10⁻⁹)¹</td>
</tr>
</tbody>
</table>

¹By differential pulse voltammetry.
Figure captions

Figure 1. Cyclic voltammograms for FA$^+$ at an AQ 55-coated glassy carbon electrode (A) and at a bare glassy carbon electrode (B). Voltammograms are shown for four different times during the FA$^+$ loading process in A (2, 5, 10, and 15 min.). Scan rate = 100 mV s$^{-1}$, [FA$^+$] = 5x10$^{-5}$ M, supporting electrolyte = 0.1 M KCl.

Figure 2. Partition isotherm for FA$^+$ in an AQ 55 film coated onto a glassy carbon electrode. Data obtained from 5 mV s$^{-1}$ scans. Supporting electrolyte = 0.1 M NaNO$_3$.

Figure 3. Calibration curve for FA$^+$ at an AQ 55-coated glassy carbon electrode. Scan rate = 100 mV s$^{-1}$. Supporting electrolyte = 10$^{-3}$ M NaNO$_3$.

Figure 4. Partition isotherm for Ru(NH$_3$)$_6^{3+}$ at the AQ 55-coated glassy carbon electrode. Scan rate = 5 mV s$^{-1}$. Supporting electrolyte = 0.1 M KCl.

Figure 5. Cyclic voltammograms for 1x10$^{-7}$ M FA$^+$ in 1x10$^{-3}$ M NaNO$_3$. v = 20 mV s$^{-1}$. (A) AQ 55-coated NEE. Voltammograms recorded every 15 mins. during loading. (B) Uncoated NEE. (C) Uncoated Au "macro" electrode.

Figure 6. Calibration curve for FA$^+$ at the AQ 55-coated NEE. Supporting electrolyte = 1x10$^{-3}$ M LiClO$_4$. Scan rate = 20 mV s$^{-1}$.

Figure 7. Cyclic voltammograms recorded in 1x10$^{-6}$ M FA$^+$ solutions, in 0.1 M and 10$^{-3}$ M NaNO$_3$ at AQ 55-coated NEE. Scan rate 20 mV s$^{-1}$. 
Fig 5